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Abstract: Fourier ptychography microscopy (FPM) shares its roots with the synthetic aperture
technique and phase retrieval method, and is a recently developed computational microscopic
super-resolution technique. By turning on the light-emitting diode (LED) elements sequentially
and acquiring the corresponding images that contain different spatial frequencies, FPM can achieve
a wide field-of-view (FOV), high-spatial-resolution imaging and phase recovery simultaneously.
Conventional FPM assumes that the sample is sufficiently thin and strictly in focus. Nevertheless,
even for a relatively thin sample, the non-planar distribution characteristics and the non-ideal
position/posture of the sample will cause all or part of FOV to be defocused. In this paper, we
proposed a fast digital refocusing and depth-of-field (DOF) extended FPM strategy by taking the
advantages of image lateral shift caused by sample defocusing and varied-angle illuminations.
The lateral shift amount is proportional to the defocus distance and the tangent of the illumination
angle. Instead of searching the optimal defocus distance with the optimization search strategy,
which is time consuming, the defocus distance of each subregion of the sample can be precisely
and quickly obtained by calculating the relative lateral shift amounts corresponding to different
oblique illuminations. And then, digital refocusing strategy rooting in the angular spectrum (AS)
method is integrated into FPM framework to achieve the high-resolution and phase information
reconstruction for each part of the sample, which means the DOF of the FPM can be effectively
extended. The feasibility of the proposed method in fast digital refocusing and DOF extending is
verified in the actual experiments with the USAF chart and biological samples.

© 2021 Optical Society of America under the terms of the OSA Open Access Publishing Agreement

1. Introduction

Fourier ptychography microscopy (FPM) [1-9] is a recently developed computational microscopic
imaging method, because of its ability to simultaneously achieve large field-of-view (FOV), high
spatial resolution and phase imaging. By turning on light-emitting diode (LED) sequentially
or multiplexing [10] and stitching the corresponding low-resolution (LR) images together in
the Fourier domain, FPM can break through the frequency limit of the employed objective
determined by its numerical aperture (NA) and the illumination wavelength. Therefore, the
space-bandwidth product (SBP) of the optical imaging system can be effectively increased
without any precision mechanical scanning. Nevertheless, there is a critical assumption in
conventional FPM framework, which requires the sample under test is sufficiently thin and
strictly in focus. In general, the thin sample assumption is considered to be consistent with the
first Born approximation condition (kfén < 1), where k is the wave vector of the illumination
sources, f indicates the sample thickness and dn is the refractive index difference between sample
and medium. Therefore, the theoretical sample thickness in the FPM framework should be
less than 0.5um for a typical biological sample in the air [11]. However, even for a relatively
thin sample, the non-planar distribution characteristics and the non-ideal position/posture of
the sample will cause all or part of FOV to be out-of-focus. For example, if a thin sample is
three-dimensional curved distributed, at most only part of it can be in focus for any cases. Besides,
since precise pose adjustment is difficult to be performed during sample placement, even thin
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sample distributed on a plane maybe out-of-focus or in part (when the sample plane is tilted
placed). The above-mentioned defocusing situations will result in evidently quality decreasing
of the reconstructed complex high resolution (HR) image. Therefore, the depth of field (DOF)
of conventional FPM system is restricted within a very small range, which limits its scope of
application.

To deal with these problems, a conventional way is mechanical refocusing, which relies heavily
on the accuracy and response time of the mechanical moving device and will significantly
increase the cost of system construction. In contrast, with the help of computational imaging
technique, some reconstruction strategies based on FPM have been proposed to realize digital
refocusing and extend the DOF of the microscopic system. For instance, digital refocusing
can be achieved by embedding an optimization search module in the standard FPM algorithm
framework. By defining a convergence index and iteratively searching the maximum value
corresponding to different defocus distances in FPM scheme, Zi. Bian et al. have realized defocus
distance correction and imaging DOF extending for thin sample [12]. Nevertheless, there are a
lot of repetitive calculations in the above optimization search module, so digital refocusing is a
very time-consuming process, especially when the defocus distances for each part are different.
Besides, by implementing different 3D sample model in FPM framework, such as multi-slice
[13] and 3D k-space model [14], tomography has been accomplished for a thick sample. These
strategies can also be utilized for thin sample with non-ideal distribution and placement. However,
they may be time consuming for its reconstruction algorithms.

To increase the digital refocusing efficiency, some new methods have been proposed in terms
of system working modes and reconstruction algorithms respectively. Symmetrical illumination
can alleviate the lateral shift of the out-of-focus image to a certain extent, and therefore expand
the DOF [15]. Although they can obtain a high imaging quality with defocus distance of 80um,
symmetrical illumination may still cause further blurring of the image, when partially eliminating
the effect of image shift. In terms of optimization algorithms, different from Zi. Bian et al.’s
scheme of embedding optimization search module within standard FPM scheme, Claveau et al.
realize DOF extending and digital refocusing successfully by propagating the reconstructed HR
complex images to different defocus distances and finding the optimal focus position according
to an image processing pipeline [16]. However, this strategy needs to reconstruct a stack of
focal planes so that they can obtain the defocus distance of each cell by using image processing
pipeline. It means that obtaining the defocus distance is still an optimization procedure which
cannot be obtain directly. Some methods proposed in digital holograms are also effective in DOF
extending [17]. They can obtain the defocus distance by automatic focusing metrics based on the
contrast evaluation. Generally, lots of methods have been proposed to obtain the defocus distance
and realize DOF extension. They can be also rather fast while most of them are optimization
strategies.

In this paper, we proposed a fast digital refocusing and depth of field extended Fourier
ptychography microscopy by taking the advantages of image lateral shift caused by sample
defocusing and angle-varied illuminations. The lateral shift amount is proportional to the defocus
distance and the tangent of the illumination angle. Instead of using optimization search module,
which is time consuming, the defocus distance of each subregion of the sample can be precisely
and quickly obtained by calculating the relative lateral shift amounts corresponding to different
oblique illuminations. And then, digital refocusing strategy rooting in the angular spectrum
(AS) method is integrated into FPM framework to achieve the high-resolution (HR) and phase
information reconstruction for each subregion of the sample, which means the DOF of the FPM
is effectively extended. The feasibility of the proposed method in fast digital refocusing and
DOF extended is verified in the actual experiments with the USAF chart and biological samples.
This paper is organized as follows. The principle of standard FPM framework is presented in
Section 2.1. The characteristic of lateral shift for out-of-focus sample under oblique illumination



Research Article Vol. 12, No. 9/1 Sep 2021/ Biomedical Optics Express 5546 |

Biomedical Optics EXPRESS -~

is discussed in Section 2.2. And, the workflow of our method is presented in Section 2.3. In
Section 3, simulations are performed to verify the ability of recovering pupil function under
defocusing with the proposed method. In Section 4, the USAF chart and biological samples are
used to demonstrate the effectiveness of our method in digital refocusing and DOF expansion.
Conclusions are summarized in Section 5.

2. Principle
2.1.  FPM principle and system setup

A conventional FPM system setup is shown in Fig. 1(a), in which a LED array is utilized for
varied-angle illumination. FPM assumes that the sample is sufficiently thin and illuminated
with a monochromatic plane wave. Illuminations from different angles will result in different
spectrum shift in the Fourier domain. Unlike real-space ptychography that acquires diffraction
patterns in the Fourier domain [18,19], FPM records LR images in the spatial domain directly,
which can reduce the requirement of dynamic range of the camera efficiently. By stitching LR
images in the Fourier domain, FPM can achieve a large FOV, high-resolution and phase recovery
imaging simultaneously. LR images acquisition process can be described as Eq. (1).

L(x,y) = 1371 (3((x, y)) - Pu, ), 6]

where #(x, y) = s(x, y) - e/ *kn) denotes the exit wave distribution of the sample s(x, y) that is
illuminated by an oblique illumination with a wavevector (ky,, ky,). ‘3’ and ‘3 - 1" indicate the
Fourier and inverse Fourier transform respectively. P(u, v) is the pupil function of the objective,
where (x, y) are the 2D spatial coordinates in the spatial domain and (i, v) are the corresponding
spatial frequencies in the Fourier domain. I,(x,y) is the intensity image acquired by the camera.

(a)
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Fig. 1. System setup of FPM. (a) Imaging principle of FPM. (b) System setup in actual
experiments.

As shown in Fig. 1(b), we build an FPM system to acquire LR images. We utilize an objective
(OPTO, TC23004, magnification 2x, NA=0.1, FOV 4.25mmx3.55mm, working distance 56mm)
instead of conventional microscopes for optical imaging, which simplifies the system construction
and owns a longer working distance. A LED array (CMN, P 2.5, 19x19) is used for varied-angles
illuminations. The wavelength of illuminations is 470 nm. A camera (FLIR, BFS-U3-200S6M-C,



Research Article Vol. 12, No. 9/1 Sep 2021/ Biomedical Optics Express 5547 |

Biomedical Optics EXPRESS A

sensor size 17, dynamic range 71.89 dB, pixel size 2.4um) is used for recording LR images. In
our experiments, the distance between the LED array and the sample plane is set to 83 mm. Using
the exposure time of 30 ms, we acquire several LR images as a set of raw data.

In conventional FPM strategy, several aberrations existed in the optical imaging system will
decrease the final reconstructed quality, including spatially varying pupil aberration of objective
[20], lateral motion of LR images [21], defocus distance we termed defocus aberration in this
paper, intensity fluctuation of LED array [22] and so on. Although the EPRY algorithm [23]
can improve the reconstructed quality to some extent, the recovered pupil function is a coupling
aberration that contains all these aberrations, especially the coupling result of spatially varying
pupil and defocus aberrations. Thus, the correct spatially varying pupil aberration from an
objective is difficult to obtain in the coupling pupil function using the EPRY algorithm.

2.2. Model of image shift

If a sample is placed at out-of-focus plane, there will be an image lateral shift between bright-
field (BF) LR images corresponding to varied-angle illuminations. Zheng et al. proposed a
single-frame autofocusing hardware for whole-slide imaging system by searching the non-shift
position [24]. We found that this image lateral shift is proportional to the defocus distance and
the tangent of the illumination angle. Different defocus distances result in different image lateral
shifts between BF images with varied-angle illuminations [25]. As shown in Fig. 2, a sample
placed at out-of-focus plane is illuminated by two monochromatic light source a and b with
different illumination angles, in which the light source a locates at the optical axis, and the
illumination angle between light sources a and b is 6. The defocus distance between imaging
focus and defocus planes is z. According to the Fresnel transfer function, there is no lateral shift
between focus and out-of-focus images if the sample is vertically illuminated [25,26]. Thus,
the image corresponding to the vertical illumination LED a is used as a reference value. And
the relation between defocus distance z and lateral shift can be described as Eq. (2). Where
os; is the lateral shift between the reference and ith LR images (i=2,3...). A; =n-tanf, isa
constant decided by the incident angle between the reference and ith LR image, where 7 is a
constant determined by the optical system parameters and its detailed derivation can be found in
[25]. Figure 3 shows the lateral shifts between different LR images under the defocus distance of
200um and the corresponding lateral shifts correction.

Osi=n-tan6;-z=A;-7,(i=2,3,4...), 2)
' , object focus . Idcl’ocus
E | plane 1 1 plane
' : objective E E
7 | | camera
a : : '
1 : : 1
i S E i Imaging| |
i y focus 11
¢ plane i,
sample z
plane

Fig. 2. Imaging model for the lateral shift of the image of a defocused sample under oblique
illumination.

According to Eq. (2), we transform calculating the defocus distance z to the lateral image
shift §s;. To obtain the accurate lateral shift between different images, several image registration
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Fig. 3. Examples of lateral shifts under 200um defocus distance. (see Visualization 1). (a)
image lateral shift with correction corresponding to 16 LED. (b) image lateral shift without
correction corresponding to 16™ LED.

algorithms can be utilized in this procedure, including Mean Absolute Differences (MAD)
method [27], Sum of Absolute Difference (SAD) method [28], phase correlation method [29] and
so on. In our method, inspired by Li. Bian et al. [21], we utilize an image registration algorithm
which can be expressed as,

(Axi’ Ayl) = arg min(lc(x’ y) - Ii(x7 y))’ (l = 2’ 3’ 4.. ')’ (3)
(Ax;,Ayi)

where I.(x, y) and I;(x, y) are the intensity of the reference and ith LR image respectively. The
lateral shift (Ax;, Ay;) along each axis relative to the reference position can be found by minimizing
the difference between the ith LR and reference images. For instance, as shown in Fig. 4(a),
the reference and LR images are divided into several subregions. It is worth pointing out that,
the selected subregion is likely to obtain different features with different degree of defocus.
Thus, in the proposed method, the size of the subregion can be a variational value to match
the size of feature. We calculate the lateral shift of each subregion between two images, and
then, a lateral shift mapping can be obtained as shown in Fig. 4(b). Red triangles describe the
center coordinates of each subregions, and the differences between blue dots and red triangles
describe the lateral shift between LR and the reference images. Figure 4(c1-c2) are enlarged
areas corresponding to the red-boxed and blue-boxed areas shown in Fig. 4(b). We found that,
due to the non-planar distribution characteristics or non-ideal position/posture of the biological
sample, different subregions will exist different lateral shifts between two images. Especially,
compared with Fig. 4(c1) and (c2), the distance between reference and LR images corresponding
to the red-boxed area is 3 pixels, while that distance corresponding to the blue-boxed area is —1
pixel. It certainly verifies the non-planar distribution characteristics mentioned above.
Furthermore, by using a computer with CPU (i5-8300H) and MATLAB 2019b platform
and without any parallel computing frameworks utilized, we compared the processing time on
calculating defocus distance with the proposed method and the optimization search module
proposed by Zi. Bian et al. [12]. In the experiment, for a LR image with 256 x 256 pixels,
the proposed method only needs 0.024s to obtain the different lateral shifts between ith LR
images (i=2,3...9) and calculates the defocus distances. In contrast, by setting the defocus
distance searching range from —100 to 100um, which is a normal defocus range value, and the
searching step size is set to 10um, the digital refocusing method in [12] needs 15.21s with the
same computational platform. Furthermore, as shown in Fig. 4(b), it only takes 0.8s to obtain
this lateral shift map with a 5472 x 3648 image, while each of the subregions includes 512 x 512
pixels. With the same computational platform, the searching method needs 55s for a single
subregion and more than one hour to realize the calculation for the whole sample range.
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Fig. 4. Lateral shift mapping calculated in our method. (a) Examples of dividing subregions,
where each subregion is set to 512 x 512. (b) Lateral shift mapping between LR and reference
images. (c1) Enlarged subregion corresponding to the red-boxed area in (b). (c2) Enlarged
subregion corresponding to the blue-boxed area in (b).

2.3. Digital refocusing scheme

Digital refocusing, an effective method for reconstructing images with different defocus distances,
can be classified into two categories. Firstly, digital refocusing can be seen as an optimization
search module as mentioned above [12]. However, this strategy is suffering a lot of repetitive
calculations in searching the optimal defocus distance. Secondly, digital refocusing can be used
in the final reconstructed HR complexity distribution of FPM. By propagating the reconstructed
distribution with different defocus distances, a stack of image planes can be obtained. An image
processing pipeline is performed to search the different focus planes corresponding to different
cells, and then, DOF can be extended by combining these cells together [16]. Nevertheless,
post-refocusing several focal planes is still required so that image processing pipeline can be
performed.

In our method, benefited by the prior knowledge of defocus distance calculated in Section
2.2, an AS method can be inserted into the iteration of the conventional FPM framework to
achieve digital refocusing. Thus, the spatially varying pupil aberration and defocus aberration
can be recovered respectively in this strategy. The complex distribution of refocused image can
be described as follows,

s10x,y) = 37T (s0(x,)) - H(ky, ky, 2)}, )

where so(x, y) is a known complex optical field in a given plane zg, and s1(x, y) is the field in
plane z; obtained by the AS method. H(k,, ky, z) is described in Eq. (5), where z is the defocus
distance between planes zo and z;.

2
Hke, ky,2) = exp(= - 2 V1-k2 = k2). Q)

The framework of digital refocusing of the proposed method is shown in Fig. 5.

At the beginning of digital refocusing algorithm outline, we initialize the HR reconstruction
distribution s (x, y) in the spatial domain at the focus plane. The amplitude A and phase ¢ can be
an all one matrix or initialized by the resized center LR image. The corresponding spectrum
distribution is described as S (u, v). We obtain the subregion of spectrum O;(u, v) corresponding
to ith LR image according to conventional FPM strategy. According to Eq. (4), we propagate
O;(u, v) that corresponds to focus plane onto plane z, and then, obtain a spatial distribution
Oiref(x,y) = A;€/% at the plane z. The amplitude A; will be replaced with the intensity of ith LR
image acquired by experiments while keeping the phase ¢ unchanged. Finally, propagating the
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Algorithm outline

Input: a set of LR images; a certain defocus distance z calculating by Eq. (2);
Output: recovered object complex distribution s(x, y) = Ae’?;

Initialize s, (x,y) = Ae/? at the focus plane, where A and ¢ are the amplitude and phase of object respectively;
.21
1w v) =51 (x, )} Hwv,2) = /T
for itera=1:loopNum
for i=1:225
0i(w,v) = S;(u —w,v—v;) - P(w,v); .
Oires (X,¥) = I71[0;(w,v) - H(w, v, 2)]=A;e/%;
replacing the amplitude of 0. (x, y) with the intensity of ith LR image while keep the phase ¢ unchanged;
Oiref updated (x, )’):\/I_iej(p;
Oi_updated(u: v)=3 (oiref_updated (x, y)) -H(u,v,-2);
P (wv)
Staa(,v) = Si(w,v) + a5 — (01 updatea (, v) = 01w, v)];
Staa (u-uyv-v))
Piaa(u,v) = P, v) + B S0 EmEe— [0 upaatea(w, v) = 0y, v)];
end
s(x,y) = S_l(s(uv '7)) = Arecoverea®’¥recovered;
end

Fig. 5. Algorithm outline of digital refocusing in the proposed method.

updated complex distribution onto the focus plane and updating the object and pupil functions
according to the EPRY algorithm.

The flow diagram of the proposed fast digital refocusing FPM is shown in Fig. 6. Firstly, similar
to Fig. 4, a lateral shift mapping between the ith and reference images is obtained according
to Eq. (3). Secondly, selecting a specific subregion and calculating the corresponding defocus
distance z; with Eq. (2), where i indicates the defocus distance calculated with the reference
and ith LR images. Then, these two steps will be repeat again until we obtain 7;(i = 2,4, 6, 8)

Y
Calculate lateral shift
mapping between reference

and ith images according to v
Eq (3) _ (Zz ar Zy ar Zg ar Zs) }
] ‘T 4
Select a specific subregion and +
calculate the corresponding Digital refocusing
defocus distance z; according with the algorithm
to Eq. (2). shown in Fig. 4.

!

Obtain the recovered

Other LR | N A“bzi A object and pupil
image een functions of sample.
calculated?

End

Fig. 6. Flow diagram of the proposed fast digital refocusing FPM.
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that correspond to the same subregion. To increase the calculating accuracy, the average z of
zi(i = 2,4,6,8) is used as the defocus distance corresponding to the specific subregion. Thirdly,
digital refocusing algorithm shown in Fig. 5 is utilized to recover both the amplitude and phase
of sample corresponding to the specific subregion, and the pupil function of objective can be also
recovered. Finally, this flow diagram will be repeat to recover the object function corresponding
to different subregions, and then, the digital refocusing and DOF extended of full FOV of object
can be realized.

3. Simulations

To evaluate the ability of the proposed method in digital refocusing with different defocus
distances and recovering spatially varying pupil aberration, we show some simulations as follows.
Firstly, we perform a simulation to confirm the ability of reconstructing HR image under different
defocus distances with the EPRY and our proposed methods. By changing the defocus distance
from 0-300um, in which the step size is set to 20um, we calculate the Structural Similarity
(SSIM) between ground truth amplitude and reconstructed HR amplitude with two algorithms
respectively. As shown in Fig. 7, the blue-lined and red-lined curves are the results of the ERPY
and proposed algorithms respectively. We found that the EPRY algorithm can reconstruct the
HR images effectively within a small range of defocus distance, such as 0-80um. If the defocus
distance continuously increases, such as more than 150um, the reconstructed quality of the EPRY
algorithm will decrease rapidly because the EPRY algorithm will fail to converge if the defocus
distance is too large. However, the quality of the proposed method can keep a higher SSIM value
with the increasing of defocus distance. And Fig. 8 shows the reconstructed HR amplitude and
phase corresponding to different methods with 0, 100, 200um respectively.

1

& A A A A A A A A
0.8~ -6-SSIM-EPRY
-2-SS|M-OurMethod
(0]
506" i
©
>
=
o L A
£ 0.4
0.2+ -
0 : ———0—0—0—0——6—6—0
0 50 100 150 200 250 300

DefocusDistance/um

Fig. 7. SSIM value of the EPRY and the proposed algorithms. The blue-lined and red-lined
curves correspond to the EPRY and the proposed method respectively.

Secondly, a simulation is performed to demonstrate the feasibility of recovering the spatially
varying pupil aberration correctly without coupling the defocus aberration as shown in Fig. 9. In
this simulation, 225 LR images are used in iterations, where defocus distance is set to 200um.
As shown in Fig. 9(al-a2), two pictures are used as the ground truth of amplitude and phase
of the object. By using Ornstein-Zernike equations [30], we generate a spatially varying pupil
aberration distribution in simulation which is shown in Fig. 9(a3). The corresponding 37 Zernike
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Fig. 8. Reconstructed HR amplitude and phase corresponding to the proposed method and
the EPRY method with 0, 100 and 200um respectively.

polynomials of spatially varying pupil aberration distribution can be found in Table 1. Then, the

Fig. 9. Spatially varying pupil aberration recovery result in FPM. (al-a2) Ground truth of
amplitude and phase of object respectively. (a3) Spatially varying pupil aberration generated
by Ornstein-Zernike equations in simulations. (b1-b2) Amplitude and phase of object
recovered by the EPRY algorithm. (b3) Coupling pupil function recovered by the EPRY
algorithm. (c1-c2) Amplitude and phase of object recovered by the proposed method. (c3)
Pupil function recovered by the proposed method.
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EPRY and the proposed algorithms are used to recover the object and pupil function respectively.
Figure 9(b1-b3) are the amplitude, phase and pupil function recovered by the EPRY algorithm.
Figure 9(c1-c3) are the amplitude, phase and pupil function recovered by the proposed method.
According to the results in Fig. 9, we found that spatially varying pupil aberration can be
recovered effectively by inserting digital refocusing into FPM optimal processing, while the
EPRY algorithm cannot recover both the object and pupil function if the defocus distance is too
large.

Table 1. Zernike polynomials of spatially varying pupil aberration surface

Coefficients | Z1 z2 73 74 z5 76 z7
Value 1.3623 0.4519 1.6484 -2.0284 -0.4493  0.2360 —-0.8352
Coefficients | Z8 79 Z10 Z11 712 Z13 714
Value -1.2760  0.6170 0.6127 0.2894 0.3953 -0.8706  —-0.4977
Coefficients | Z15 716 717 718 Z19 720 721
Value -0.1067 -0.6878  0.3319 2.3652 -0.4822  0.6474 —-1.0344
Coeflicients | Z22 723 724 725 726 727 728
Value 1.3396 -0.9691  0.2087 -0.6186  0.5120 0.0114 —-0.0440
Coeflicients | Z29 730 731 732 733 734 735
Value 2.9491 -0.6300 -0.0469  2.6830 —1.1467  0.5530 —-1.0765
Coefficients | Z36 737

Value 1.0306 0.3275

4. Experiments
4.1. System scale factor calibration

According to Eq. (2), coefficient A; is a constant value decided by the illumination angle, where
i (i=2,3, 4...) indicates the relationship between reference and ith images. However, A; is
an unknown value that should be pre-calibrated by experiments. Thus, we intend to calibrate
the coefficient A; by the linear fitting algorithm with a set of prior defocus distances and the
corresponding lateral shifts. In this step, the defocus distance is adjusted by a precious moving
device where the step size is set to 20um. For each defocus distance, 25 images will be acquired
totally, and then, an optimization search module proposed in [12] is used to obtain the prior
defocus distance. 25 images with an unknown defocus distance are shown in Fig. 10(a), where
‘R’ is the reference image and the yellow-marked numbers are LR images illuminated with
different incident angles. By using the searching algorithm, the defocus distance can be calculated
as —95um corresponding to the red-boxed and blue-boxed subregions among these images.
Then, similar to the strategy shown in Fig. 4, we calculate four lateral shift mappings between
2nd/41h/6M/8™ and reference images respectively. For instance, with the knowledge of defocus
distance —95um, the lateral shifts §s,;(i = 2,4, 6, 8) and ds,;(i = 2,4, 6, 8) that correspond to
red-boxed and blue-boxed subregions are —3.7, 0, 3.2, 0 and 0, 3.2, 0, —3.2 respectively, where
the subscript x and y indicate the x-y axis. Repeating this procedure, we can obtain a set of
lateral shifts corresponding to different prior defocus distances. Then, the linear fitting algorithm
is used to obtain a fitted curve. As shown in Fig. 10(b), we show the linear fitting results
corresponding to 2" and 6™ images respectively, where the slope indicates the coefficient A;
corresponding to reference and ith images. The coefficients A;(i = 2,4, 6, 8) are calculated as
follows: A,y = 0.0264, Ay = -0.0248, Ay = -0.0260 and A,g = 0.0250, where the subscript x
and y indicate the x-y axis.
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Fig. 10. System scale factor calibration. (a) Space distributions of BF LR images
corresponding to different LEDs. The yellow-marked images are used in calibrations. And
the red-boxed and blue-boxes subregions are used for calculating defocus distance. (b)
Linear fitting results corresponding to BF images 2" and 6, where A, = 0.0264 and
Ay = —0.0260.

In principle, the digital refocusing can be achieved with only one LR image. Nevertheless, as
shown in Fig. 10(a), some BF LR images may contain both BF and DF subregions simultaneously
with the increasing illumination angle. The DF subregions obviously cannot be used for
calculating the lateral shift and digital refocusing, and the calculation error may reduce the
accuracy of refocusing. Fortunately, there are eight LR images (i=2, 3, ..., 9) in total can be
used for digital refocusing to obtain a more robust and accurate result. In fact, considering the
computational efficiency and accuracy, we choose two couples of space symmetrical LR images
for fast digital refocusing in our method.

4.2. Digital refocusing with USAF chart

To demonstrate the feasibility of digital refocusing, an amplitude-only sample of USAF chart is
used. As shown in Fig. 11, the USAF chart is placed at the sample plane and adjusted to some
random defocus planes by a moving device. For each defocus plane, a set of LR images (225
pictures) will be acquired. And then, the blue-boxed subregion shown in Fig. 11 is selected to
calculate the defocus distance according to Fig. 6. That results corresponding to different defocus
planes are —192, —101, 0, 95 and 194um respectively.

Sequentially, with the knowledge of defocus distance, the proposed method is used to realize
digital refocusing and DOF extended. The conventional FPM is used as a comparison experiment.
Compared with the results in Fig. 11, we found that when the sample is placed at the focus plane,
both the conventional FPM and the proposed method can recover the HR amplitude successfully.
Nevertheless, with the defocus distance increases, the conventional FPM cannot recover the
amplitude effectively, which is consistent with the simulation result shown in Fig. 7. In contrast,
with the proposed method, the reconstructed quality can be evidently improved compared with
the conventional FPM. These results directly prove the effectiveness of the proposed method in
realizing digital refocusing and FPM imaging DOF extension. Certainly, in the proposed method,
the reconstructed quality corresponding to group 8 and 9 with defocus distances —192 and 194um
are not excellent compared with that at the focus plane, but it is still improved a lot compared
with the chaotic results recovered by the conventional method at the same defocus plane.

4.3. Digital refocusing with biological sample

Generally, a biological sample is a 3D plane, the non-planar distribution characteristic will cause
different defocus distance between different subregions. In conventional FPM, we assume that
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Fig. 11. High resolution reconstruction results of conventional FPM and the proposed
method with different defocus distances.

Fig. 12. Phase recovery result of biological sample with the conventional FPM and the
proposed method. (al-a4) Reconstructed amplitude and phase of with the proposed method
and conventional FPM with 77um defocus distance. (b1-b4) Reconstructed amplitude and
phase of with the proposed method and conventional FPM with 69um defocus distance.
(c1-c4) Reconstructed amplitude and phase of with the proposed method and conventional
FPM with 71um defocus distance.
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the biological sample is placed at the focus plane, which certainly misses lots of important
information in different subregions without using digital refocusing scheme. In this section, a
biological sample Paramecium is used to demonstrate the feasibility of the proposed method in
digital refocusing. As shown in Fig. 12, the biological sample is placed randomly at the sample
plane and a set of LR images (225 pictures) is acquired. The whole FOV image is divided into
several subregions similar to Fig. 4 and different defocus distances corresponding to different
subregions are calculated according to Eq. (3) respectively. For instance, as shown in Fig. 12, the
defocus distance of subregions 1-3 are 77, 69 and 71um respectively. And then, based on the
knowledge of defocus distances, the conventional FPM scheme and the proposed method are used
to recover the object complexity distribution corresponding to different subregions respectively.
The recovered amplitude and phase of three subregions with the conventional FPM are shown in
Fig. 12(a3-a4), (b3-b4) and (c3-c4). Similarly, that results recovered with the proposed method
are shown in Fig. 12(al-a2), (b1-b2) and (c1-c2).

Compared with those results recovered by different methods, we found that by using digital
refocusing method, the proposed method can improve the reconstructed quality to a certain extent,
especially for the phase part. For instance, as shown in Fig. 12(a4), due to the out-of-focus
imaging, the conventional FPM constructs the HR amplitude and phase on a defocus plane. Thus,
it results in a blurred reconstructed result as shown in Fig. 12(a4). At the same time, as shown in
Fig. 12(a2), with the proposed method, the reconstructed phase shows rich sample details thanks
to the FPM framework combined and digital refocusing. Figure 12(b) and (c) show similar results
for different sample subregions, and also proves the effectiveness of the proposed method.

5. Conclusion

In this paper, we proposed a fast digital refocusing and DOF extended FPM by taking the
advantages of image lateral shift caused by sample defocusing and varied-angle illuminations. In
the optical imaging process, if a sample is placed at out-of-focus plane, there will be an image
lateral shift between different images corresponding to different illumination angles. Benefit from
the characteristic that the lateral shift is proportional to the defocus distance and the tangent of
the illumination angle, we can transform calculating the defocus distance to calculating the image
lateral shift, which means the defocus distance can be obtained mathematically. Then, digital
refocusing is used to recover the HR and phase information of each subregion corresponding to
different defocus distances, and the DOF can be effectively extended. Furthermore, by embedding
the pupil function recovered method into the iteration of digital refocusing, the proposed method
can recover the spatially varying pupil aberration and defocus aberration respectively, even the
defocus distance increases to 200um as shown in Fig. 7. Generally, the DOF of an FPM system
can be increased from +50um to more than +200um.

Although the experimental results have demonstrated the feasibility of the proposed method,
some details can be improved in further work. Firstly, accuracy of defocus distance can be
improved. In the proposed method, defocus distance is obtained by the image shift between the
reference and other BF images. Although the average of four defocus distances can improve
the accuracy to a certain extent, the accuracy of image registration is still an important factor
in calculating the defocus distance. For the further work, more BF images and other image
registration methods can be utilized in the proposed method to improve the accuracy of defocus
distance. Furthermore, in our opinion, the result calculated by the proposed method can be used
as an initial value for some advanced optimization methods. With the initial value, the searching
range of optimization method can be reduced, and so does the computational time. Secondly,
not only the EPRY but also some other effective optimization methods can be embedded in
the reconstruction scheme as shown in Fig. 5 to solve the system parameter deviations. For
instance, a joint estimation procedure proposed in [31] can be embedded to correct LED positional
misalignment, and some other strategies can also be embedded to eliminate misalignment-induced
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phase artefacts [32]. Moreover, some optimal strategies, such as difference map (DM), relaxed
averaged alternating reflection (RAAR) and so on [33], can be also used in our method to improve
the optimal process.
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